
 
REGENALASE™

Therapy Quick Guide

Warning: Ensure patient and all personnel in the procedure 
room are wearing appropriate eyeware.

Step 1

Step 2

Step 3

Step 4

Step 5

• Power up system, press OK
• Enter Pass code: 888

• Select the ‘Therapy’ icon
• Select Indication
• Select desired Operation Mode,

Pulsed or CW

MD2600F-004110 Rev A
Disclaimer: Always consult RegenalaseTM Instructions for Use (IFU). In the event of any discrepancies, the information contained in the 
IFU shall take precedence.

• Insert displayed attachment into hand piece and twist to lock
• Insert connector end of fiber cable into Port A and screw in snugly
• Insert the hand piece trigger connector into the footswitch port
• Press OK

Footswitch or Handpiece 
trigger connector

• On Standby screen change default power setting with +/- buttons to desired level
• Press ‘Start Procedure’
• Position attachment tip to desired location, press and release red finger switch to

initiate therapeutic energy exposure

• To quit procedure, press ‘Stop Procedure’
• To pause the exposure, press and release finger switch
• Press and release finger switch again to resume exposure
• To end the procedure press ‘Finish’ at the end of the Exposure time


